CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the 9’

- periodic maintenance* for the Intoxilvzer 8000 Serial Number

80 -po/l (3 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,

for a 0.100AC solution are 0.090AC to 0.110AC.

Date: os/ul//o Call _p./p0 _AC Cal2 o499  AC

Between the dates of 0¥ / o8 //a and o8 // 4 d/ﬁ

: AR
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on ///4
The instrument was returned to service on M/ 4
7

D45

Cheryl K. Straub

05 /96 /10

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this  /p%2
I/ e, ,20 /0 .

, dav of

-

( J _ .
~ i clef

Notarv Public

*Includes documents specified in A.A.C. R13-10-104.A.5

OFFICGIAL SEAL

™ A.M. HERNANDEZ
N NOTARY PUBLIG-ARIZGHA

PIMA COUNTY

My Cemm. Exp. Mar, 17, 2012

Pursuant to section 28-1327, Arizona Revised Statutes. this document is a certified duplicate of the

information contained in computer storage devices of the Tucson Police Department.




0
STANDARD CQUALITY ASSURANCE PROCEDURES ,1;»

J , .
DATE 05,/04),/'/9 TIME /]2
INTOXILVZER SERIZL # QO -00//{3 ritocarion CRuwts Lr“b

( \/1 Cisplay reads “PUSH BUTTON T2 START"

lock time check.
t

1. Alcohcl-free subjec: tes= result 0. &0 0O -tolN
! 2. Error recognition logic sysTtem funciioning
Not & Successfully Completed Test Seguence printed
{ b/(, 3. Proper sample recogQnitiocn svsiem
Not & Successiully Completed Tes:t Seguence printed
Deficient sample printec
{ V/r 4. Standard Celipration Check standard ¢. [& O AC
Resuit: 0. p» Z’Z AC

L wo

|y}
m

Instrument is operating properly and accurately.

COMMENTS

(9]
o
t
(@)

[

CPS Ferm Exh G-4 (Rev.

TaN-

Pursuant to section 28-132", drizonu Revised Siatutes. this document is a cerrified duplicate of the information comained in
computer siorage devices of the Tucson Police Department.




INTOXILYZER 8000
Location: ARIZONA

A

Serial Number : 80-001163

05/06/2010 11:30:27
Standard Lot#: 642845

Last Changed By: C. STRAUB #50772
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP, SQAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L - Time

Air Blank 0.000 11:31:29
Diagnostic Test Pass 11:31:56
Air Blank 0.000 11:32:24
0.100 Cal Check 0.100 11:32:43
Air Blank , 0.000 11:33:12
Subject Test 0.000 11:33:29
Air Blank ABT* 11:33:36
Air Blank 0.000

*Sequence Aborted

11:34:04

Not a Successfully Completed Test Sequenée

Pursuant to section 28-1327. Arizona Revised Statutes. this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department. |
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INTOXILYZER 8000

Location: ARIZONA )
Serial Number : 80-001163

05/06/2010 11:34:08
Standard Lot#: 642845

Last Changed By: C. STRAUB #50772
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight:

111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 11:34:43
Air Blank © IPS** 11:34:51

*RFI Detect
**Improper Sample

Not a Successfully Completed TeSt Sequence

Pursuant 1o section 28-1327. Arizona Revised Statutes. this document is a certified duplicate of the information contained in compuler

storage devices of the Tucson Police Departmen:.
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INTOXILYZER 8000

Location: ARIZONA

Serial Number : 80-001163 , 46“
05/06/2010 11:35:07

Standard Lot#: 642845 . -
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111 ‘
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:35:54
Diagnostic Test Pass 11:36:22
Air Blank 0.000 ' 11:36:49
0.1700 Cal Check 0.100 , 11:37:08
Air Blank 0.000 11:37:37
Subject Test ™ . 0.075* 11:40:46
Air Blank 0.000 11:41:19
Air Blank 0.000 11:41:46
Subject Test = . XXX** 11:42:23
Air Blank 0.000 . : 11:42:57

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequencé'

=t

Pursuant to section 28-1327. Arizona Revised Statutes. this document is a certified duplicate of the information contained in compute
storage devices of the Tucson Police Department.




INTOXILYZER 8000

Location: ARIZONA

Serial Number: 80-001163

05/06/2010 11:43:21

Standard Lot#: 642845
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

v TUCSON PD
Test g/210L Time
Air Blank 0.000 : 11:43:48
Cal Check 0.099 11:44:07

Air Blank 0.000 11:44:37

Cly g

Operato%/s Signature

Pursuant 1o section 28-1327. Arizona Revised Statutes. this document is a certified duplicate of the information comtained in compute
storage devices of the Tucson Police Deparument.
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EXHIEIT G-2
THIS REPORT PREPARED PURSUANT TCO DUTY IMPCSED RY
L.Z.C. EI3-10~-2041(2,
ARIZONA DZPZRTMENT COF PUEBLIC SATZTY “ '
STANDARL QUALITY ASSURANCE PROCEDURES /<5 QS)\D
INTOXZLYZER MODEL 800C \D
STANDZFZ CRLIBRAETION CHECK PZOCEDUREL 6
o [ RN , -
QA Specialist 2R U ACENTY Tucson Pol:ce Departmant
-— 4
ate _pS)06/)0 cee /)0 A8
7 7 +
Intoxilyzer Serial ¢ P0-00/[l 3 iocati CRims L/‘}b
{ V<f 1. Ensure that gas tank is zztached ‘o instrument anc conTzins |a
standard alcochel concentration sclution 0. [0 D AC
Ok
Pour a stanaard azalconol concentration solution ﬂjd& Ag,
into a clean dryv simulator and assemble the simulatcr. Insure
Thét a tignt seal has Dbeen made. Turn on *he simulator and

N

( ) 3. Go to the “"Controli Testing Msanu Selec:
control <Test c¢r "W for weT control
selection s made gress ENTEIE

"SIGNATURE

DPS Form Exh G-2 (Rev;

(@]
o5
|
(]
[}

FPursuant to section 28-1327. Arizona Revised Sianues. this document is a certified duplicaie of the informarion coniained in

compuier storage devices of the Tucson Poiice Depariment.
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INTOXILYZER 8000
Location: ARIZONA

Serial Number: 80-001163 : /€5M
05/06/2010 11:28:58 l

Standard Lot#: 642845
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD 7’ : :
Test g/210L Time

Air Blank 0.000 11:29:25

Cal Check 0.100 11:29:44

Air Blank 0.000 11:30:14

( oy 5

Operat#%'s éf%nature

=

Pursuant to section 28-1327. Arizona Revised Statutes. this document is a certified duplicate of the information contained in computg
storage devices of the Tucson Police Department.




